Consequences to the patient in the event of hydraulic unit failure.
An anomalous hot spot, which occurs when the motion of the Leksell Gamma Unit is halted, was investigated. A series of measurements indicated that the source of this hot spot is the focusing property of the primary collimator. It was determined that this effect is unlikely to result in serious consequences to the patient, even in the event of failure of the hydraulic unit.